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Vitals Monitoring

1. Unpack package 
1.1 Remove contents from package:
   1. Device 
   2. Charging cable
   3. ECG electrodes 4 pcs
   4. ECG extender
   5. Adjustable belt

3.

4.

5.
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2.

2. Charging the device 
2.1 To power the device, connect one 
   end of a USB-C cable to an external 
   power source (not included), such as 
   a USB-C wall charger. Then, plug the 
   other end of the USB-C cable into the  
   device's USB-C port.
2.2 Fully charge 2 hr.

3. Setup checklist 
3.1 Fully charged Vitals4Pets-device.
  Please charge the device for 2 hours. 
   When you connect the tablet, you 
   will be able to see the battery level.
3.2 Use a tablet with version Android 13 or  
  higher.
3.3 Download the Vitals4Pets App from 
  Google Play or the App Store.



4.2 Add ECG gel on electrodes, to get better  
    signal. If the animal has very thick fur, you 
    can lightly moisten the fur with water to 
    improve the signal quality.
4.3 Attach ECG electrodes (2pcs) to 
    the back of a device using a snap
    mechanism.

4. Preparing the device for smaller animals 
4.1 Secure the device to the belt in its intended 

4.1

place, with the sensor side facing the animal’s 
skin.

4.3

4.2

5. Preparing the device for larger animals 
5.1 Attach device on top of the ECG extender 

using a snap mechanism, placing it such a 
way that the holes are perfectly stacked on 
each other. 

5.2 Attach the two ECG electrodes to the 
   appropriate slots on the Animal ECG 
   extender. The correct placement depends 
   on the size of the animal.
5.3 Attach the ECG extender to both ends of 

the adjustable belt.

5.1



6. Vitals4Pets Application
6.1 Download the Vitals4Pets Monitor
   App from the App Store or from the 
   Google Play Store. You can also 
   download it from Distributor’s
   or Clinic’s external folder from our 
   website. 
6.2 Turn on Bluetooth on your tablet.
6.3 Open the app to display the start 
   screen.
6.4 Log in using your account credentials. 

7. Pairing patient and device
7.1 Open menu from top left of  
   the screen or swipe near left 
   edge. Select from Pet
   Management “Add new pet”.   
   Please fill in at least the  
   mandatory fields: Pet Name,
   Species and Ward and save it.  
7.2 Existing patients are shown 
   on a list.  



7.3 Once patient is created 
or selected the user will be 
prompted to select an available 
device. 

7.4 Select the device you have
   with correct ID, which is shown
   on the back of the device as the    
   serial number.

8. Start Recording
8.1 Once patient and device   
  are connected press green 

      start button in the left upper   
               corner to start the measurements. 



9. Correct place to attach device 
    to  animal patients
9.1 On a dog and cat is over the heart 

area, located on the left side of the 
chest, just behind the front leg(elbow).

9.2 On a horse is over the heart area, which     
  is located on the left side of the chest, just
behind the front leg (elbow), near the girth line.  

 9.3 To ensure proper placement: Use adjustable 
belt. Place the ECG electrodes directly on the 
skin. Secure the device firmly but comfortably, 
with the sensor side facing the skin.

9.1

9.2

10. Vital icons 
10.1 Respiratory 
10.2 Posture 
10.3 HRV (SDNN) 
10.4 Heart Rate 
10.5 R to R Interval
10.6 ECG
10.7 Step Counter

10.1 10.2 10.3

10.4 10.5 10.6

10.7



Please scan QR-code for full instructions

Vitals4Pets Nordic AB 
Strandvägen 7 11456 
Stockholm, Sweden 
support@vitals4pets.com
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