
Charge the device 
for 2 hours. 
Register the dog in 
the app.
Connect the device 
to the app.

(If you can’t find 
the device, put it in 
the charger and 
search again.)

Depending on the 
dog’s size, adjust the 
distance between 
the 2 electrodes on 
the belt.
Then put ECG gel on 
the electrodes.

Choose the right strap, 
large or small, or both. 
Place electrodes behind 
the front legs over the 
heart. Tighten the belt.
The belt should be tight 
to get good readings 
but not uncomfortable 
for the pet.
See page 2

Log in to the tablet 
App. Select or add 
Pet and start 
measurement. 
Verify that the 
signal quality is 
green or at least 
yellow for good 
ECG readings.

To get a report press 
report on the tablet 
after measurement.
If you need to see 
reeding again you 
can go to backoffice 
and view the 
recording.

Quick measurement Guide Dog



Quick measurement Guide Dog
Placement

Put ECG gel on electrodes

Place electrodes like 
drawing .

Fasen belt around dog fairly 
tight,

Start measurement
Signal Quality should be .
Min 30 in Yellow.
but preferable 
40 or more in green.



Charge the device 
for 2 hours. 
Register the cat in 
the app.
Connect the device 
to the app.

(If you can’t find 
the device, put it in 
the charger and 
search again.)

Depending on the 
pet size, adjust the 
distance between 
the 2 electrodes on 
the belt.
Then put ECG gel on 
the electrodes.

Choose the right strap, large 
or small, If verry small cat 
place alectrode directly in 
device. See picture.
Place electrodes behind the 
front legs over the heart. 
Tighten the belt.
The belt should be tight to get 
good readings but not 
uncomfortable for the pet.
Placemet se page 2.

Log in to the tablet 
App. And start 
measurement. Verify 
that the signal quality 
is green or at least 
yellow for good ECG 
readings.

To get a report press 
report on the tablet 
after measurement.
If you need to see 
reeding again you can 
go to backoffice and 
view the recording.

Quick measurement Guide



Quick measurement Guide Cat
Placement

Put ECG gel on electrodes

Place electrodes like 
drawing .

Fasen belt around cat fairly 
tight,

Signal Quality should be .
Min 30 in Yellow.
but preferable 
40 or more in green.



Charge the device 
for 2 hours. 
Register the horse 
in the app.
Connect the device 
to the app.

(If you can’t find 
the device, put it in 
the charger and 
search again.)

Depending on the 
pet size, adjust the 
distance between 
the 2 electrodes on 
the belt.
Then put ECG gel on 
the electrodes.

Snap ECG extender 
into the horsebelt. Put 
the electrodes behind 
the front legs over the 
heart. Tighten the belt.
The belt should be tight 
to get good readings 
but not uncomfortable 
for the horse.

Log in to the tablet 
App. And start 
measurement. Verify 
that the signal quality 
is green or at least 
yellow for good ECG 
readings.

To get a report press 
report on the tablet 
after measurement.
If you need to see 
reeding again you can 
go to backoffice and 
view the recording.

Quick measurement Guide



Quick measurement Guide Horse
Placement

Put ECG gel on electrodes

Place electrodes like 
drawing .

Strap horsebelt around 
Horse fairly tight,

Signal Quality should be .
Min 30 in Yellow.
but preferable 
40 or more in green.


